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James, Kevin <kjames@doerun.com>
Wednesday, December 10, 2014 11:51 PM
. Gunter, Jason
£ Yingling, Mark; Neaville, Chris; Montgomery, Michael; 'martin.kator@dnr.mo.gov';

‘robert_hinkson@dnr.mo.gov'; ‘brandon.wiles@dnr.mo.gov'; Ty Morris (TMorris@barr.com)'

Subject: Federal Progress Report - November

Attachments: removed.txt; September 2014 Pb Results By Month_017.pdf: Federal_ProgressReport-
Nov2014.pdf; Remediation Air Report with 4thQ Audit - October 2014 pdf

Categories: Red Category

Jason -

Attached is the November Progress Report for the Federal Site.
Best regards,

Kevin James

Kevin James

x

Environmental Engineering
W. §73.626.2006
C: 573.247 6766

This message is intended solely for the designated recipient and may contain confidential, priviteged or
proprietary information. If you have received it in error, please notify the sender immediately and delete the
original and any copy or printout. Please note that any views or opinions presented in this e-mail are solely
those of the author and do not necessarily represent those of The Doe Run Company. Finally, the recipient
should check this message and any attachments for the presence of viruses or malware. The Doe Run Company
accepts no liability for any loss or damage caused through the transmission of this e-mail.
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Air Quality Monitoring Pb results for September 2014
St. Joe State Park
Primary

AQM Pb results for July 2014
St. Joe State Park

Sample Number Date Collected

AC30235
AC30253
AC30271
AC30289
AC30307
AC30319
AC30325
AC30331
AC30337
AC30343
AC30368

July Sum 0.667

Run Days Scheduled: 11

AQM Pb results for August 2014

Sample Number Date
AC32822
AC32840
AC32858
AC32876
AC32893
AC32907
AC32913
AC32919
AC32925
AC32931

August Sum 0.596

Run Days Scheduled: 10 Actual: 10

St. Joe State Park
Primary

Collected
8/3/2014
8/6/2014
8/9/2014

8/12/2014
8/15/2014
8/18/2014
8/21/2014
8/24/2014
8/27/2014
8/30/2014

Sampler:

#1 Primary
#1 Primary
#1 Primary
#1 Primary
#1 Primary
#1 Primary
#1 Primary
#1 Primary
#1 Primary
#1 Primary

0.1339
0.0176
0.1143
0.1226
0.0377
0.0236
0.0082
0.0794
0.0372
0.0215

August Average 0.0596
August Data Capture Rate 100.000%

Result
pg/m?
pg/m?
pg/m?®
pg/m?
pg/m?
pg/m?*
pg/m?®
pg/m?
pg/m?
pg/m?

pg/m?

September Sum 0.3864

Joe State Park - #1 Primary
Joe State Park - #1 Primary
Joe State Park - #1 Primary
Joe State Park - #1 Primary
Joe State Park - #1 Primary
Joe State Park - #1 Primary
Joe State Park - #1 Primary
Joe State Park - #1 Primary
Joe State Park - #1 Primary

Primary
Sampler: Result
7/112014 #1 Primary  0.0178 ug/m*
7/4/2014 #1 Primary  0.0846 ug/m?
71712014 #1 Primary  0.0305 ug/m?
7/10/2014 #1 Primary  0.0276 ug/m?
7/13/2014 #1 Primary  0.1476 Hg/m?
7/16/2014 #1 Primary  0.0433 pg/m?
7/19/2014 #1 Primary  0.1332 Hg/m?
7122/2014 #1 Primary  0.0157 ug/m?
7/25/2014 #1 Primary  0.0216 pg/m?
7/28/2014 #1 Primary  0.1262 ug/m®
7/31/2014 #1 Primary  0.0189 pg/m?
July Average 0.0606363636363636 pg/m?*
Actual: 11 July Data Capture Rate 100.000%
Sample Number Date Collected  Site:
AC35878 9/2/2014 St
AC35895 9/5/2014 St
AC35913 9/8/2014  St.
AC35931 9/11/2014 St.
AC35949 9/14/2014  St.
AC35965 9/17/2014  St.
AC35972 9/20/2014  St.
AC35978 9/23/2014  St.
AC35984 9/26/2014  St.
AC35990 9/29/2014  St.

Three month rolling average: 0.05 pg/m?*

september Average 0.03864

Drintad 14/719N1A A-EN-ER DA by nraaari Dana 17 Af 12

Joe State Park - #1 Primary

pg/m*

Run Days Scheduled: 10 Actual: 10

Result

0.0101
0.0158
0.0244
0.0034
0.1061
0.0056
0.0248
0.0463
0.0384
0.1115

pg/m?
pg/m?
pg/m?
pg/m?
pg/m?
pg/m?
pg/m?
pg/m?*
pg/m?
ug/m?*

Three Month Data Capture Rate: 100%

September Data Capture Rate 100.000%
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Remediation Grotip
Kevin James
Environmental Engineering Supervisor
kjames@doerun.com

December 10, 2014

Mr. Jason Gunter

Remedial Project Manager

U.S. Environmental Protection Agency
Region 7 - Superfund Branch

11201 Renner Blvd.

Lenexa, KS 66219

Re: The Doe Run Company —- Federal Mine Tailings Site Monthly Progress Report

Dear Mr. Gunter:

As required by Article XVII, Paragraph 73 of the Administrative Order on Consent (Docket No.VII-
97-F-0009) for the referenced project and on behalf of The Doe Run Company, the progress report
for the period November 1, 2014 through November 30, 2014 is enclosed. If you have any questions
or comments, please call me at 573-626-2096.

Sincerely,

ey

Kevin James
Environmental Engineering Supervisor

Enclosure

c: Mark Yingling — TDRC (electronic only)
Chris Neaville — TDRC (electronic only)
Michael Montgomery — TDRC (electronic only)
Martin Kator — MDNR DSP
Brandon Wiles - MDNR HWP
Ty Morris — Barr Engineering

35 Iron County Rd. #1, Viburnum, MO 65566
Telephone: (573) 626-2096



Federal Mine Tailings Site
Park Hills, Missouri
Monthly Progress Report
Period: November 1, 2014 — November 30, 2014

Actions Performed or Completed This Period:

a.

Work continued on the development of the Post-Removal Site Control Plan for the site.

b.  Work continued on the development of the Removal Action Report.

Data and Results Received This Period:

a.

Attached are the lead monitoring results for the Missouri Department of Natural Resources —
Department of State Parks (MDNR-DSP) air monitor located near the Off-Road Vehicle (ORV)
Riding Area for September 2014. Neither The Doe Run Company nor Barr Enginecring Co. were
involved with siting this monitor, collecting the samples, processing the samples, evaluating the data,
or verifying the accuracy of the data.

During this period, the ambient air monitoring samples for October were processed and the Ambient
Air Monitoring Report for October 2014 was completed. A copy of the Ambient Air Monitoring
Report for October is attached.

During this period the quarterly audits of the monitors and the semi-annual audit of the metcorological
system was completed. A copy of the 4™ Quarter 2013 Lead/PM 10 Samplers and Meteorological
System Performance Audit Report is attached.

Planned Activities for Next Period:

a.

Continuc developing the Post-Removal Site Control Plan for the site.

b. Continue developing the Removal Action Report

Changes in Personnel:

a.

Mark Nations has retired from The Doe Run Company and will no longer act as the Project
Coordinator.

Kevin James will now be the Project Coordinator for The Doe Run Company. In accordance with
Section VII, Paragraph 42, of the above referenced Administrative Order on Consent this will serve as
the written notice of the change in Project Coordinators.

The following members of the remediation group working in the Old Lead Belt region have been
transferred to positions at the active mining and milling operations - Chris Rawlins, Jimmie Minx,
Keith Bates, Adam Mills, and Steve Sadler.

Issues or Problems Encountered and the Resolution:

a.

None.




Monthly Ambient Air Monitoring Report

The Doe Run Company
Old Lead Belt Sites:
Federal, Rivermines, National, and Leadwood

October-2014
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Sample Results for October-2014

Federal Site

Water Treatment

St. Joe (Ballfields) Big River#4 Plant
TSP Lead TSP Lead TSP Lead
Sample Date ug/m3 ug/m3 ug/m3 ug/m3 ug/m3 ug/m3
10/1/14 39 0.021 35 0.014 39 0.007
10/2/14 12 0.007 8 0.007 13 0.028
10/3/14 12 0.007 10 0.000 15 0.028
10/6/14 9 0.007 3 0.007 7 0.021
10/7/14 15 0.007 11 0.014 13 0.049
10/8/14 13 0.014 21 0.013 16 0.014
10/9/14 7 0.000 12 0.007 12 0.007
10/10/14 3 0.000 43 0.007 3 0.000
10/13/14 2 0.000 2 0.000 2 0.000
10/14/14 5 0.000 0 0.007 1 0.000
10/15/14 5 0.007 4 0.007 6 0.021
10/16/14 15 0.138 12 0.007 14 0.021
10/17/14 27 0.021 25 0.007 28 0.078
10/20/14 27 0.041 20 0.007 23 0.055
-10/21/14 22 0.014 26 0.007 52 0.156
10/22/14 15 0.013 15 0.007 31 0.094
10/23/14 14 0.149 10 0.013 37 0.068
10/24/14 . 12 0.021 14 0.013 20 0.041
10/27/14 93 0.141 30 0.007 44 0.049
10/28/14 13 0.007 8 0.007 6 0.021
10/29/14 9 0.007 15 0.013 10 0.020
10/30/14 12 0.034 10 0.013 6 0.007
10/31/14 21 0.007 14 0.000 17 0.007
Monthly Avg. TSP 17 15 18

Monthly Avg. Pb 0.029 0.008 0.034

Sep-14 0.009 0.013 0.017

Aug-14 0.014 0.019 0.024

Rolling 3-Month 0.017 0.014 0.025

Three month rolling average must be less than 0.15 ug/m3

NOTES:
Big River QA

TSP Lead

Sample Date ug/m3 ug/m3
10/2/14 10 0.007
10/7/14 12 0.007
10/9/14 28 0.007
10/14/14 0 0.000
10/16/14 12 0.007
10/21/14 23 0.007
10/23/14 8 0.007
10/28/14 9 0.007
10/30/14 12 0.013




Sample Results for October-2014

Rivermines

Big River #4 Rivermines South #1 | Rivermines North #2 | Rivermines East #3
TSP Lead TSP Lead TSP Lead TSP Lead
Sample Date ug/m3 ug/m3 ug/m3 ug/m3 ug/m3 ug/m3 ug/m3 ug/m3
10/1/14 35 0.014 38 0014 | invalid  invald | 39 0.007
10/2/14 8 0007 | invalid = invalid | 6 0.035 13 0.028
10/3/14 10 0.000 13 0.006 1 0.000 15 0.028
10/6/14 3 0.007 5 0.007 7 0.021 7 0.021
10/7/14 11 0.014 20 0.062 19 0.077 13 0.049
10/8/14 21 0.013 24 0.054 17 0.007 16 0.014
10/9/14 12 0.007 1 0.007 20 0.000 12 0.007
10/10/14 43 0.007 5 0.000 3 0.000 3 0.000
10/13/14 2 0.000 0 0.000 4 0.007 2 0.000
10/14/14 0 0.007 0 0.000 1 0.007 1 0.000
10/15/14 4 0.007 10 0.013 5 0.041 6 0.021
10/16/14 12 0.007 12 0.007 17 0.042 14 0.021
10/17/14 25 0.007 33 0.026 21 0.000 28 0.078
10/20/14 20 0.007 31 0.047 20 0.007 23 0.055
10/21/14 26 0.007 73 0.405 23 0.007 52 0.156
10/22/14 15 0.007 17 0.033 1 0.020 31 0.094
10/23/14 10 0.013 23 0.066 10 0.014 37 0.068
10/24/14 14 0.013 30 0.052 12 0.021 20 0.041
10/27/14 30 0.007 34 0.014 41 0.233 44 0.049
10/28/14 8 0.007 18 0.047 9 0.014 6 0.021
10/29/14 15 0.013 26 0.078 7 0.007 10 0.020
10/30/14 10 0.013 12 0.013 18 0.094 6 0.007
10/31/14 14 0.000 68 0.324 17 0.007 17 0.007
Monthly Avg. TSP 15 23 14 18
Monthly Avg. Pb 0.008 0.058 0.030 0.034
Sep-14 0.013 0.051 0.032 0.017
Aug-14 0.019 0.087 0.043 0.024
Rolling 3-Month 0.014 0.065 0.035 0.025
Three month rolling average must be less than 0.15 ug/m3
NOTES: Rivermines North - 10/1, <23hr run time
Rivermines South - 10/2, <23hr run time, motor bearing failure
Big River QA
TSP Lead
Sample Date ug/m3  ug/m3
10/2/14 10 0.007
10/7/14 12 0.007
10/9/14 28 0.007
10/14/14 0 0.000
10/16/14 12 0.007
10/21/14 23 0.007
10/23/14 8 0.007
10/28/14 9 0.007
9/30/14 32 0.021




National Site

Sample Results for October-2014
Water Treatment
_Big River #4 Ozark #1 Soccer Park #2 Plant
TSP Lead TSP Lead TSP Lead TSP Lead
Sample Date ug/m3 ug/m3 ug/m3  ug/m3 ug/m3 ug/m3 ug/m3 ug/m3
10/1/14 35 0.014 48 0.014 46 0.021 39 0.007
10/2/14 8 0.007 11 0.007 13 0.028
10/3/14 10 0.000 13 0.000 15 0.028
10/6/14 3 0.007 i ] 14 10 0.021 7 0.021
10/7/14 11 0.014 19 14 0.021 13 0.049
10/8/14 21 0013 | invalid invalid | 18 0.014 16 0.014
10/9/14 12 0007 | invalid  invalid 8 0.007 12 0.007
10/10/14 43 0.007 3 0.000 5 0.000 3 0.000
10/13/14 2 0.000 2 0.000 2 0.007 2 0.000
10/14/14 0 0.007 2 0.000 1 0.000 1 0.000
10/15/14 4 0.007 11 0.020 9 0.021 6 0.021
10/16/14 12 0.007 27 0.014 24 0.014 14 0.021
10/17/14 25 0.007 39 0.007 31 0.007 28 0.078
10/20/14 20 0.007 29 0.007 25 0.014 23 0.055
10/21/14 26 0.007 27 0.014 26 0.014 52 0.156
10/22/14 15 0.007 18 0.007 18 0.013 31 0.094
10/23/14 10 0.013 17 0.013 20 0.014 37 0.068
10/24/14 14 0.013 15 0.014 18 0.021 20 0.041
10/27/14 30 0.007 43 0.028 43 0.035 44 0.049
10/28/14 8 0.007 9 0.007 11 0.014 6 0.021
10/29/14 15 0.013 16 0.007 11 0.007 10 0.020
10/30/14 10 0.013 11 0.007 16 0.007 6 0.007
10/31/14 14 0.000 20 0.007 28 0.007 17 0.007
Monthly Avg. TSP 15 19 18 18
Monthly Avg. Pb 0.008 0.009 0.012 0.034
Sep-14 0.013 0.009 0.016 0.017
Aug-14 0.019 0.012 0.015 0.024
Rolling 3-Month 0.014 0.010 0.014 0.025

Three month rolling average must be less than 0.15 ug/m3

Ozark #1 - 10/6 thru 10/9, <23hr run times - bad GFI breaker replaced.

NOTES:
Big River QA

T Lead

Sample Date ug/m3 ug/m3
10/2/14 10 0.007
10/7/14 12 0.007
10/9/14 28 0.007
10/14/14 0 0.000
10/16/14 12 0.007
10/21/14 23 0.007
10/23/14 8 0.007
10/28/14 9 0.007
9/30/14 32 0.021




Sample Results for October-2014

Leadwood

Big River #4 Leadwood South #1 | Leadwood East#2 | Leadwood North #3
TSP Lead TSP Lead TSP Lead TSP Lead
Sample Date ug/m3 ug/m3 ug/m3 ug/m3 ug/m3 ug/m3 ug/m3 ug/m3
10/1/14 35 0.014 105 0.096 107 0.096 37 0.007
10/2/14 8 0.007 19 0.007 39 0.021 9 0.000
10/3/14 10 0.000 14 0.007 11 0.000 11 0.000
10/6/14 3 0.007 16 0.007 7 0.007 3 0.007
10/7/14 11 0.014 9 0.007 9 0.007 8 0.007
10/8/14 21 0.013 20 0.013 31 0.007 12 0.007
10/9/14 12 0.007 8 0.007 6 0.007 7 0.000
10/10/14 43 0.007 6 0.007 6 0.000 3 0.000
10/13/14 2 0.000 1 0.000 1 0.000 0 0.000
10/14/14 0 0.007 1 0.000 0 0.000 1 0.000
10/15/14 4 0.007 6 0.007 7 0.007 9 0.007
10/16/14 12 0.007 12 0.007 14 0.000 7 0.007
10/17/14 25 0.007 30 0.007 22 0.000 25 0.000
10/20/14 20 0.007 22 0.007 20 0.007 17 0.007
10/21/14 26 0.007 26 0.013 28 0.007 25 0.007
10/22/14 15 0.007 12 0.013 20 0.026 14 0.013
10/23/14 10 0.013 26 0.013 17 0.020 20 0.007
10/24/14 14 0.013 17 0.013 13 0.020 12 0.014
10/27/14 30 0.007 35 0.014 43 0.049 24 0.014
10/28/14 8 0.007 2 0.007 8 0.007 6 0.007
10/29/14 15 0.013 15 0.013 12 0.007 14 0.007
10/30/14 10 0.013 9 0.007 21 0.033 7 0.007
10/31/14 14 0.000 21 0.006 18 0.006 14 0.000
Monthly Avg. TSP 15 19 20 12

Monthly Avg. Pb 0.008 0.012 0.014 0.005

Sep-14 0.013 0.019 0.026 0.006

Aug-14 0.019 0.020 0.026 0.004

Rolling 3-Month 0.014 0.017 0.022 0.005

Three month rolling average must be less than 0.15 ug/m3

NOTES:
Big River QA

TSP Lead

Sample Date ug/m3  ug/m3
10/2/14 10 0.007
10/7/14 12 0.007
10/9/14 28 0.007
10/14/14 0 0.000
10/16/14 12 0.007
10/21/14 23 0.007
10/23/14 8 0.007
10/28/14 9 0.007
9/30/14 32 0.021




Federal Site

Sample Results for October-2014
St. Joe (Ballfields Big River#4 Water Treatment
Sample Date PMT0 (ug/m3) FM% 0 (ug/m3) PM10 (ug/m3)

10/2/14 20 16 18
10/5/14 10 9 9
10/8/14 16 16 11
10/11/14 10 10 9
10/14/14 8 0 0
10/17/14 19 0 23
10/20/14 21 invalid 60
10/23/14 34 19 87
10/26/14 41 98 109
10/29/14 17 127 122

Compliance with NAAQS is less than 150 ug/m3

[Monthly Avg. PM10 | 19 | 33 | 45

NOTES:
Big River QA
Sample Date 3“%5 (ug/m3)
10/2/14 16
10/8/14 16
10/14/14 4
10/20/14 86
10/26/14 103

Big River #4 - 10/20, <23hr run time, breaker tripped




Rivermines

Sample Results for October-2014
Big River #4 Rivermines South #1| Rivermines North #2 | Rivermines East #3
Sample Date ﬂﬁ%o (ug/m3) PM70 (ug/m3) PM10 (ug/m3) ug/m
10/2/14 16 15 12 18
10/5/14 9 8 8
10/8/14 16 18 13 1
10/11/14 10 10 10 9
10/14/14 0 1 1 0
10/17/14 0 23 11 23
10/20/14 ~invalid 36 25 60
10/23/14 19 40 13 87
10/26/14 98 52 102 109
10/29/14 127 53 30 122
Compliance with NAAQS is less than 150 ug/m3
[Monthly Avg. PM10 | 33 | 25 | 23 | 45

NOTES:
Big River QA
Sample Date F‘H(!Iﬁ (ug/m3)
10/2/14 16
10/8/14 16
10/14/14 4
10/20/14 86
10/26/14 103

Big River #4 - 10/20, <23hr run time, breaker tripped




National Site

Sample Results for October-2014
Big River #4 Ozark #1 Soccer Park #2 Water Treatment
Sample Date T’M%O (ug/m3) PM10 (ug/m3) | PM10 (ug/m3) PM10 (ug/m3)

10/2/14 16 17 18 18
10/5/14 9 7 11 9
10/8/14 16 14 15 1
10/11/14 10 8 8 9
10/14/14 0 18 0 0
10/17/14 0 16 14 23
10/20/14 invalid 47 30 60
10/23/14 19 21 23 87
10/26/14 98 55 39 109
10/29/14 127 42 9 122

Compliance with NAAQS is less than 150 ug/m3

[Monthly Avg. PM10 | 33 1 25 | 17 45

Big River #4 - 10/20, <23hr run time, breaker tripped

NOTES:
Big River QA
Sample Date Fn?iwmf

10/2/14 16

10/8/14 16
10/14/14 4
10/20/14 86
10/26/14 103




Leadwood

Sample Results for October-2014
Big River #4 Leadwood South #1 | Leadwood East #2 | Leadwood North #3
Sample Date P (ug/m3) PM10 (ug/m3) PM10 (ug/m3) “PM10 (ug/m3)
10/2/14 16 18 22 17
10/5/14 9 10 invalid 8
10/8/14 16 12 8 11
10/11/14 10 7 6 9
10/14/14 0 0 0 0
10/17/14 0 24 15 11
10/20/14 invalid 13 29 22
10/23/14 19 19 14 14
10/26/14 98 65 80 32
10/29/14 127 110 36 48
Compliance with NAAQS is less than 150 ug/m3
[Monthly Avg. PM10 | 33 28 23 17

Leadwood East #2 - 10/5, <23hr run time
Big River #4 - 10/20, <23hr run time, breaker tripped

NOTES:
F’I_Bﬁg River QA
Sample Date 10 (ug/m3)
10/2/14 16
10/8/14 16
10/14/14 4
10/20/14 86
10/26/14 103




Meterological Data - Old Lead Belt
October-2014




INQUEST 3609 Mojave Gt Ste & COLUMBIA, MO 5202

ENVIRONMENTAL INC. {573) 474-8110 & FAX:(573) 474-8371

November 11, 2014

Mr. Greg Henson

Chemist _

The Doe Run Company

881 Main Street
Herculaneum, Missouri 63048

RE: 4th Quarter 2014 Lead/PM10 Samplers and Meteorological System
Performance Audit Report.
Dear Mr. Henson,
Please find enclosed the worksheets detailing the Lead/PM10 sampler’s one-point flow
verifications and meteorological sensors accuracy checks that were recently performed on
the Doe Run Park Hills Monitoring Network. A copy of the current certifications for the
audit devices that were used has also been enclosed.

All of the verifications and checks were found to be within expected guidelines.

After reviewing the enclosed information, please feel free to call with any comments or
questions. Thank you for your business.

Sincerely,

QAR

John A. Kunkel
Inquest Environmental, Inc.

& Serving your air quality monitoring needs. ¢



PM10 Sampler Verifications



PM10 Sampler Audit

Volumetric Flow Control

INQUEST

Environmental, Inc.

3609 Mojave Court, Suite E
Columbia, Missouri 65202
573-474-8110

Date October 8, 2014 Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope (Qa) 1.03497
Station Big River Intercept (Qa) -0.00227
Sampler #4 Primary PM10 Temperature 26.1 °C 299.3 °K
Flow Controller P2952 ‘Station Pressure 30.09 "Hg 764.3 mmHg
_ Flow Rate Audit .
Transfer Orifice Sampler Flow Rate
- Acceptable
Manometer | Flow Rate | Manometer | Pressure | Press. Ratio | Flow Rate Percent Range
"H,0 m*/min "H,0 (Pf) (Po/Pa) m’/min | Difference
3.10 1.067 23.80 44.45 0.942 1.141 6.94 7%
_ _ Sampler Operating Flow Rate o _
Manometer | Pressure | Press.Ratio | Flow Rate | Corrected Design % | Acceptable
"H,0 (Pf) (Po/Pa) m¥/min Flow Rate | Difference Range
23.30 43.52 0.943 1.142 1.063 -5.93 1 10%
Calculations:

Pressure mmHg (Pf) - ("H,0/13.6) * 25.4

Pressure Ratio (Po/Pa) - 1-Pf/Pa

Orifice Fiow Rate (Qa) - 1/Slope*( Sqrt{"H20*( T'a/Pa))—In'tercept)

Sampler Flow Rate (Qa) - Taken from the look-up tables

Flow Rate Percent Difference- (Sampler Flow-Orifice Flow)/Orifice Flow*100
Corrected Flow Rate - Operating Flow*{{100-Percent Difference}/100)
Design Percent Difference- (Corrected Flow Rate-1.13)/1.13*100




3609 Mojave- Court, Suite E
" Columbia, Missouri 65202
573-474-8110

PM10 Sampler Audit

Volumetric Flow Control

INQUEST

Environmental, Inc.

Date October 8, 2014 Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope (Qa) 1.03497
Station Big River Intercept (Qa) -0.00227
Sampler , #4 QA PM10 Temperature 26.1 °C 299.3 °K
Flow Controller P1019 Station Pressure 30.09 "Hg  764.3 mmHg
o . Flow Rate Audit -
Transfer Orifice Sampler Flow Rate
Acceptable
Manometer | Flow Rate | Manometer | Pressure | Press. Ratio [ Flow Rate Percent Range
"H,0 m>/min "H,0 (Pf) (Po/Pa) m3/min Difference
3.20 1.084 25.00 46.69 0.939 1.150 6.09 7%
. Sampler Operating Flow Rate
Manometer | Pressure | Press. Ratio | Flow Rate Corrected Design % | Acceptable
"H,0 (Pf) (Po/Pa) m*/min Flow Rate | Difference Range
24.80 46.32 0.939 1.150 1.080. -4.42 +10%
Calculations:

Pressure mmHg (Pf) - ("H,0/13.6) * 25.4

Pressure Ratio {Po/Pa) - 1-Pf/Pa

Orifice Flow Rate {Qa) - 1/Slope*( Sqrt("H20*( Ta/Pa))-Intercept)

Sampler Flow Rate (Qa) - Taken from the look-up tables

Flow Rate Percent Difference- (Sampler Flow-Orifice Flow)/Orifice Flow*100
Corrected Flow Rate - Operating Flow*({100-Percent Difference)/100)
Design Percent Difference- (Corrected Flow Rate-1.13)/1.13*100




INQUEST

Environmental, Inc.

PM10 Sampler Audit

Volumetric Flow Control

3609 Mojave Court, Suite E
Columbia, Missouri 65202

573-474-8110

Date October 8, 2014 Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope (Qa) 1.03497
Station Ozark Insulation Intercept (Qa) -0.00227
Sampler #1PM10 Temperature 26.1 °C 299.3 °K
Flow Controller P2950 Station Pressure 30.10 "Hg  764.5 mmHg
L " Flow Rate Audit
Transfer Orifice Sampler Flow Rate
- Acceptable
Manometer | Flow Rate | Manometer | Pressure | Press. Ratio | Flow Rate Percent Range
"H,0 m*/min "H,0 (Pf) (Po/Pa) m?/min Difference
3.20 1.084 23.20 43.33 0.943 1.140 5.17 +7%
Sampler Operating Flow Rate - o _
Manometer | Pressure Press. Ratio | Flow Rate Corrected Design % Acceptable
"H,0 (Pf) {Po/Pa) m*/min Flow Rate | Difference Range
23.50 43.89 0.943 1.140 1.081 -4.34 +10%
Calculations:

Pressure mmHg (Pf) - ("H,0/13.6) * 25.4
Pressure Ratio {Po/Pa) - 1-Pf/Pa
Orifice Flow Rate (Qa) - 1/Slope*( Sqrt("H20*( Ta/Pa)})-Intercept)

Sampler Flow Rate (Qa)} - Taken from the look-up tables

Flow Rate Percent Difference- {(Sampler Flow-Orifice Flow)/Orifice Flow*100 -
Corrected Flow Rate - Operating Flow*{{100-Percent Difference}/100)
Design Percent Difference- (Corrected Flow Rate-1.13)/1.13*100




3609 Mojave Court, Suite E
Columbia, Missouri 65202
573-474-8110

INQUEST

Environmental, Inc.

PM10 Sampler Audit

Volumetric Flow Control

October 8, 2014

Date Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope (Qa) 1.03497
Station. St.Joe Park Intercept (Qa) -0.00227
Sampler #4 PM10 Temperature 23.8 °C 297.0 °K
Flow Controller P4353 Station Pressure 30.14 "Hg  765.6 mmHg
o Flow Rate Audit
Transfer Orifice Sampler Flow Rate
Acceptable
Manometer | Flow Rate | Manometer | Pressure | Press. Ratio | Flow Rate Percent Range
“H,0 m®/min "H,0 (Pf) (Po/Pa) m>/min Difference
3.10 1.062 23.40 43.70 0.943 1.127 6.12 +7%
Sampler Operating Flow Rate . o
Manometer | Pressure Press. Ratio | Flow Rate Corrected Design % Acceptable
"H,0 (P) (Po/Pa) m*/min Flow Rate | Difference Range
23.50 43.89 0.943 1.158 1.087 -3.81 * 10%
Calculations:

Pressure mmHg (Pf) - ("H,0/13.6) * 25.4

Pressure Ratio (Po/Pa) - 1-Pf/Pa

Orifice Flow Rate (Qa) - 1/Slope*{ Sqrt("H20*{ Ta/Pa}}-Intercept)

Sampler Flow Rate (Qa) - Taken from the look-up tables

Flow Rate Percent Difference- {Sampler Flow-Orifice Fiow)/Orifice Flow*100
Corrected Flow Rate - Operating Flow*({100-Percent Difference)/100)
Design Percent Difference- (Corrected Flow Rate-1.13)/1.13*100




iN QUE$ T | Lead Sampler Audit

Environmental, Inc.

Volumetric Flow Control

3609 Mojave Court, Suite E
Columbia, Missouri 65202
573-474-8110

Date October 8, 2014 Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope (Qa) 1.03497
Station Leadwood Mill Street Intercept (Qa) -0.00227
Sampler #2 TSP Temperature 26.1 °C 299.3 °K
Flow Controller P1018 Station Pressure 30.09 "Hg  764.3 mmHg
e Flow Rate Audit
Transfer Orifice Sampler
Calibration | Acceptable
Manometer | Flow Rate | Manometer Pressure Press. Ratio | Flow Rate
" 3, . " . Error % Range
H,0 m’/min H,0 (Pf) (Po/Pa) m°/min
3.50 1.133 23.40 4372 0.943 1.157 2.12 7%
. ' Sampler Operating Flow Rate . . - .
Manometer | Pressure Press. Ratio | Flow Rate Corrected | Acceptable
"H,0 (Pf) {Po/Pa) ~ m¥/min Flow Rate Range
23.30 43.53 0.943 1.157 1.132 1.10-1.70
Calculations:

Pressure mmHg (Pf) - "H,0 * 1.86832
Pressure Ratio (Po/Pa) - 1-Pf/Pa
Orifice Flow Rate (Qa) - 1/Slope*{ Sqrt("H20*( Ta/Pa))-Intercept)

" Sampler Flow Rate (Qa) - Taken from the look-up tables

Calibration Error - (Sampler Flow-Orifice Flow)/Orifice Flow*100
Corrected Flow Rate - Operating Flow*{{100-Calibration Error)/100}




3609 Mojave Court, Suite E
Columbia, Missouri 65202
573-474-8110

Lead Sampler Audit

INQUEST

Environmental, inc. Volumetric.Flow Control

Date October 8, 2014 Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope (Qa) 1.03497
Station Leadwood School Intercept {Qa) -0.00227
Sampler #2 TSP Temperature 26.1 °C 299.3 °K
Flow Controller P6793 Station Pressure 30.08 "Hg  764.0 mmHg
oL - Flow Rate Audit -
Transfer Orifice Sampler
Calibration | Acceptable
Manometer | Flow Rate | Manometer { Pressure | Press. Ratio | Flow Rate o
N _ " 3, . Error % Range
H,0 m°/min H,0 (Pf) (Po/Pa) m’/min
3.60 1.150 23.30 43.53 0.943 1.223 6.35 7%
_ _ Sampler Operating Flow Rate o
Manometer | Pressure Press. Ratio | Flow Rate Corrected | Acceptable
"H,0 {Pf) (Po/Pa) m*/min Flow Rate Range
23.50 4391 0.943 1.223 1.145 1.10-1.70
Calcuiations:

Pressure mmHg (Pf) - "H,0 * 1.86832

Pressure Ratio {Po/Pa) - 1-Pf/Pa

Orifice Flow Rate (Qa) - 1/Slope*{ Sqrt("H20*( Ta/Pa)}-Intercept)
Sampler Flow Rate {Qa) - Taken from the look-up tables

Calibration Error - {Sampler Flow-Orifice Flow)/Orifice Flow*100
Corrected Flow Rate - Operating Flow*((100-Calibration Error)/100)




INQUEST

Environmental, Inc.

Lead Sampler Audit

Volumetric Flow Control

3609 Mojave Court, Suite E
Columbia, Missouri 65202
573-474-8110

Pressure mmHg (Pf) - "H,0 * 1.86832
Pressure Ratio (Po/Pa) - 1-Pf/Pa
Orifice Flow Rate {Qa) - 1/Stope*( Sqrt("H20*{ Ta/Pa)}-Intercept)
Sampler Flow Rate (Qa) - Taken from the look-up tables

Calibration Error - (Sampler Flow-Orifice Flow)/Orifice Flow*100

Date October 8, 2014 Auditor Jjohn Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope (Qa) 1.03497
Station Leadwood South Intercept (Qa) -0.00227
Sampler #1 TSP Temperature 23.8 °C 297.0 °K
Flow Controller P4559 Station Pressure 30.08 "Hg 764.0 mmHg
Flow Rate Audit
Transfer Orifice Sampler
Calibration | Acceptable
Manometer | Flow Rate | Manometer | Pressure Press. Ratio | Flow Rate
" 3, . N - Error % Range
H,0 m*/min H,0 (Pf) (Po/Pa) m>/min :
3.70 1.161 23.80 44.47 0.942 1.237 6.55 +7%
‘Sampler Operating Flow Rate
Manometer | Pressure | Press. Ratio | Flow Rate | Corrected | Acceptable
"H,0 . (P) (Po/Pa) m>/min Flow Rate Range
23.90 44.65 0.942 1.237 1.156 1.10-1.70
" Calculations:

Corrected Flow Rate - Operating Flow*{(100-Calibration Error}/100)




Calibration Orifice Certification Worksheet



TiscH ENVIRONMENTAL, INC.
145 SouTH Miamt AVE
VILLAGE OF CLEVES, OH
45002

- 513.467.9000
877.263.7610 ToLL FREE
513.467.9009 Fax

Environmental

Y

ORIFICE TRANSFER STANDARD CERTIFICATION WORKSEEET TE-5028A

Date - Jan 09, 2014 Rootsmeter S/N 0438320 Ta (K) - 292
Operator Tisch Orifice I.D. - 1882 Pa (mm) - 759.46
————————————————————————————— METER ORFICE
DLATE VOLUME VOLUME DIFF DIFZ DIFF DIFF
. OR START STOP VOLUME TIME Hg H20
vDC # (m3) (m3) (m3) (min) (rm) (in.)
1 NA NA 1.00 1.3530 4.1 1.50
2 NA NA 1.00 1.0430 6.8 2.50
3 NA NA 1.00 0.8510 8.1 3.00
4 NA NA 1.00 0.8780 2.5 3.50
5 NA NA 1,00 0.6660 16.3 6.00
DATA TABULATION
(x axis) | (y axis) (x axis)
Vstd Ostd Va- Qa
1.0143 - 0.7496 1.2358 0.9945 0.7350
1.0106 0.96%0 1.5867 0.58910 0.9501
1.0089% 1}9608 1.7491 0.5893 1.0402
1.0070 1.145¢6 1.8893 0.5874 1.1233
0.9378 lf4983 _2,4736 ~0.9784 1.4691
Qstd slope (m) = 1.65282 Qa slope (m) = (
intercept (b) =  -0.00370 intercept (b) =  -0.00227
coefficient (r) = 0.9999% coefficient (r) = 0.99999
y axis = SQRT[H20(Pa/760) (298/Ta) ] y axis = SQRT[H20(Ta/Pa)]

CAL.CULATIONS
Vstd = Diff. Vol[(Pa-Diff. Hg)/760] (298/Ta)
Ostd = Vstd/Time :
Va = Diff Vol [(Pa-Diff Hg)/Pal
Qa = Va/Time

For subseguent flow rate calculations:

Ostd = 1/m{ [SORT (H20 (Pa/760) (298/Ta))]- b)
Qa = 1/m{ [SQRT H20(Ta/Pa)]l- b}



Meteorological Sensor’s Accuracy Checks



o

Operator The Doe Run Co Date 10/29/2014

Location __ Big River Start Time _11:15
Station Name __Meteorological System Stop Time __12:30
Technician M Kunkel / C Boston
Station Declination 0.0 Deg
Sensor Mfg__RM Young Measured Angle 180.0 Deg
Sensor Model  Wind Monitor AQ Corrected Angle 180.0 Deg
Serial Number 128618 Alignment Error 0.0 Deg

Sensor Height  10.0 Meters

Mfg. Brunton R.M. Young
Model 5008 18212
Serial No. 5080304492 None

Comments: Wind direction was verified by determining the orientation of the sensor
in respect to True North. This was measured using a tri-pod mounted
transit aligned along the length of the sensor while locked from rotating.
A magnetic declination of 0 degrees was used to determine True North.
The linearity of the sensor was determined by aligning the sensor to an
indexed test fixture provided by the manufacturer. The four cardinal
directions were verified using the fixture. No adjustments
were made to the sensor.
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Operator The Doe Run Co Date 10/29/2014
Location __ Big River Start Time  11:15
Station Name __Meteorological System Stop Time 12:30
Auditor(s) M Kunkel / C Boston
Sensor Mfg__RM Young
Sensor Model  Wind Monitor AQ
Serial Number _ 128618
Sensor Height  10.0 Meters
+ (0.45 MPH + 5%)
Zero 0.00 0.00 0.00 0.45
300 3.44 3.43 -0.01 0.62
600 6.87 6.87 0.00 0.79
1200 13.74 13.74 0.00 1.14
1800 20.61 20.61 0.00 1.48
3600 41.22 41.20 -0.02 2.51
5400 61.83 61.80 -0.03 3.54
Avbrage’ : 0.01

Mfg. R.M. Young
Model 18801
Serial No. CAO1631
Comments: Wind speed was verified using a variable speed anemometer drive. The

propellor was removed from the sensor and the drive was connected

using a flexible connector. The sensor was then rotated in the appropiate
direction at several different speeds. Sensor responses were taken from
the data logger. No adjustments were made to the sensor.




Operator The Doe Run Co Date

10/29/2014

Location _Big River Start Time 11:15

Station Name __Meteorological System
Technician _ M Kunkel / C Boston

Stop Time _12:30

Sensor Information
Sensor Mfg  Climatronics
Sensor Model _ NA
Serial Number NA
Sensor Height 2 meters

Note: The limit for each pointis +/- 0.5 °C

g ¢ “ ; De : : i

Type Dig;itz;I Thermometer ]
Mfg. Control Company
Model 15-077-7
Serial No. 72415694

Comments: The temperature is verified by co-locating the sensor with a certified

digital thermometer. The verification is conducted at three levels using
two water baths (iced and hot water) and the ambient temperature.

The sensor error was determined by comparing the sensor's data logger
response to the display on the certified digital thermometer. No
adjustments were made to the sensor.




Operator The Doe Run Co Date 10/29/2014

Location __Big River Start Time 11:15
Station Name __Meteorological System Stop Time _ 12:30
Technician M Kunkel / C Boston

Sensor Mfg  Setra
Sensor Model 276

Serial Number 2626447

Mfg. AR
Model AIR-HB-1A
Note: Limit is +/- 7.5 mm HG. Serial No. 6G3745

Comments: The barometric pressure is verified by co-locating the sensor with a certified
digital barometer. The verification was conducted at one level after
allowing the sensor and calibration device ample time to stabilize.
The sensor error was determined by comparing the sensor's data logger
response to the display on the certified digital barometer. No
adjustments were made to the sensor.




Operator The Doe Run Co Date 10/29/2014

Location __ Big River Start Time _ 11:15
Station Name __Meteorological System Stop Time _ 12:30
Technician M Kunkel / C Boston

Sensor Mfg  Texas Electronics
Sensor Model TR525I
Serial Number _ 36611-805
Diameter (inches) 6.00

Type .' Graduated Beaker
Mfg. Texas Instruments
Model FC-525
Note: Limit is +/- 10%. Serial No. NA

Comments: The precipitation gauge output was verified using a field calibration kit
supplied by the manufacturer. The kit consists of a graduated beaker
and a calibration funnel using a precision orifice at the water outlet.
Water was measured in the beaker and poured into the funnel while
mounted on the gauge. The amount of precipitation recorded by the
data logger was then compared to the known amount of water passing
through the funnel. 100 tips equals one inch of rainfall. The gauge
was cleaned and no adjustments were made.




Meteorological Audit Devices Certifications



BRUNTON OUTDOOR GROUP

CERTIFICATE OF CALIBRATION

Equipment Owne '
quipment anr',,w,e()/amyzga/ Doy : Mitapel] Kunted

Name:
Address: 3b09  hjarve. (el St £
Columbid_, /M3 45202

‘Calibration traceable to the National institute of Standards and Technology in accordance with MiL-
STD-45662A has been accomplish on the instrument listed below by comparison with standards
maintained by the Brunton Outdoor Group. The accuracy and stability of all standards maintained by
the Brunton Outdoor Group are traceable to national standards maintained by the National Institute
of Standards and Technology in Washington, D.C. and Boulder, CO. Completed record of all work
preformed is maintained by the Brunton Outdoor Group and is available for inspection upon request.

This unit has been calibrated to Lietz TM10E serial number 30937 traceabls to N.B.S. Number
738227675 this _247% _ pay /MRy 20_/3

Desc.ription- 745«4& £ ////?aﬁs/z[
Purchase Order ___ A ZSLY24 855
Order Number ____ S0 ~0Y 2272

Model Number ___ £~ SOOF

Serial Number SDELIPYYLG 2.

. Calibration Date _ /Wﬁzl/ /égL _ 0/3

Recalibration Date /77@ /é Qﬂ/¢

Signed béf/ /-.///é/; %f%é( /

Quality Control Coordinator



CALIBRATION PROCEDURE DWG: CP18801(A)

18801/18810 ANEMOMETER DRIVE REV: C101107 PAGE: 20f3
BY: TJT DATE: 10M1/07
CHK: JC W.C. GAS-i2

CERTIFICATE OF CALIBRATION AND TESTING

MODEL: 18801 (Comprised of Models 18820 Control Unit & 18830 Motor Assembly)
SERIAL NUMBER: OAD LA :

R. M. Young Company certifies that the above equipment was inspected and calibrated prior to
shipment in accordance with established manufacturing and testing procedures. Standards
established by R.M. Young Company for calibrating the measuring and test equipment used in
controlling product quality are traceable to the National Institute of Standards and Technology.

Nominal Output Calculated Indicated
Motor Frequency Rpm (2) Rpm (3)
Rpm Hz (1)

600 220 Loo Loo
1200 t4o 1 200 1200
2400 1286 2400 2400
4200 2240 4200 | Azec0
8,000 3200 - oo (000
8,100 4320 R\o6 Siop
9,900 5280 q%oo 4400
-[A Clockwise and Counterclockwise rotation verified

Measured at the optical encoder output.
Frequency output produces 32 pulses per revolution of motor shaft.
Indicated on the Control Unit LCD display.

W N —

* Indicates out of tolerance
&4 No Calibration Adjustments Required [ As Found o OAsteft

Traceable frequency meter used in calibration Modet: _DPST 40 SN _4LR3A

Date of inspection 15 Nov 2013
Inspection interval  One Year

Tested By 0

Filerizme: CP18801(A).doc
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Calibration complies with ISO/IEC

" o) 17025, ANSI/NCSL Z540-1, and 9001
Pt atbration Cert. No.: 4000-5654260

Certificate No. 1750.01
Traceable® Certificate of Calibration for Digital Thermometer

\\\“\

)

‘y

Cust ID:Inquest Environmental inc., 3609 Mojave Ct. Suite E, Attn, Mitchell Kunkel, Columbia, MO 65202 US.A.  ( RMA:983601)
Instrument Identification:

Model Numbers:15-077-8, FB50266, 245BY  S/N: 21357521 Manufacturer; Control Company

Model: 15-077-7 SIN: 72415694
Standards/Equipment:
Description " Serial Number Due Date NIST Traceable Reference
Temperature Calibration Bath TC-179 A45240
Themistor Module ~A17118 2/13/14 1000332071
Temperature Probe 128 2720114 6-B48Z8-30-1
Temperature Calibration Bath TC-218 A73332
Themistor Module A27128 10/25/14 1000346002
Temperature Probe 5202 11130/14 15-B15PW-1-1
Temperature Calibration Bath TC-275 B16388
Digital Thermometer B16815 ' 812114 1000341867
PRT Temperature Probe 02022 8/14/15 B3812004
Certificate Information:

Technician: 68 Procedure: CAL-06 Cal Date: 1/17/14 Cal Due: 114715
Test Conditions; 24.5°C 32.0%RH 1026 mBar -

Calibration Data:

Unit(s) Nomilnal As Found In Tol Nominal As Left In Tol Min Max U TUR
°C 0.000 0.006 Y 0.000 0.000 Y -0.050 0.050 0.013 381
"C 25.003 25,003 Y 25.003 24.999 Y 24.953 25.053 0.023 .2.2:1
°C 60.000 59.988 Y 60.000 60.002 Y §9.950 60.050 0.014 361
‘C 99,998 §9.961 Y 93.998 100.000 Y 99.948 100.048 0.018 2.8

This Instrument was callbrated using Instruments Traceable to National Institute of Standards and Technology.

A Test Uncertainty Ralio of at laast 4:1 is maintained unless otherwise stated and is using the uncertainty, Uncertainty evaluation inciudes the instrument undes
test and is calouiated In accordance wih the ISO "Guida to the Expression of Uncartainty in Meesuremant” {GUM). The uncerteinty reprasents an expanded uncertainty using a coverage fasior k=2
to approximate & B5% confidence level. In toleranca conditions are based on test rasuits falling within specified limits with no reduction by the uncertainty of the maasurement. Tne rasults contained
herein relats only to the ltem caffbrated. This certificate shall not be repraduced except in fuil, without written aaproval of Control Campany,

Nominal=Standard's Reading; As Left=Instrument's Raading; th Tol=in Tolerance; Min/Max=Acceptance Rarge; U=Expandad Measurement Uncertainty, TUR=Test Uncertalnty Ralio;
© Acouracy=HMax-Min)2; Min = As Left Nominaf(Rounded) - Tolerencs; Max = As Left Nominal(Rounded) + Tolerancs; Date=MMWDDAY

A

Nical Rodriguaz, Qualty Manager Asron Judics, Tachnical Managsr

Maintaining Accuracy:
In our opinion onca calibrated your Digltal Tt ¢hould maintain its There is N0 exAct way to detertnine how fong cafioration wilf ba maintained. Digitat Thamu:melera chenjo
little, If aty at all, but can be affected by aging, tsmpersture, shock, and contamiration.

Recalibration:
For factory calibretion and re-ccrtification iraceable o anlmnel Institule of Standards and Technology contee! Contral Company,

__________________ " CONTROL COMPANY 4456 Rex Road ~ Friendswood, TX 77546 USA
Phone 281 482-1714  Fax 281 482-9448  service@controld.com  www.contro(3.com

Comrul Caomaany is an ISO 17025.2005 Calibration L dited by {A2LA) American Association fer Leboratory Accreditetion, Certificate No. 1750.01
Controf Comoany is ISO 8001:2008 Ouslll‘y Cemﬁ-d by (DNV) Det Norske Veritas, Ceriificate No. CERT-01805-2005-AQ-HOU-RvA
L Laboratory A dl D 1 (ILAC) - Multitateral Recogrilion Arrangement (MRA).

Page ) of | Traceable® is a registered trademark of Controt Compary . © 2009 Control Company



MASS IHSTRUNENT coreron

6711 OLD BRANCH AVENUE « CAMP SPRINGS, MD 2074B8-6990 o (301) 449-5454 » FAX (301) 449-5455

CALIBRATION REPORT

BAROMSETER/ALTIMETER
AIR Model AIR~HB-1A
Serial No. 6G3745

TEST TEST DIGITAL READOUT CORRECTION
POINT PRESSURE READQUT ERROR REQUIRED
R 930.00 931.9 +1.9 ~1.9
2 970.00 971.9 +1.9 ~1.9
3 1010.00 1012.0 +2.0 ~2.0
4 1050.00 1051.9 +1.9 -1.9
5 1018.01 1019.9 +1.9 -1.9

NOTES:

[}

All data are in Millibars (hPA) and were taken at 75 F (24 C).

To correct the Digital Readout of the instrument, either algebraicallly
add the CORRECTION REQUIRED to, or algebraically subtract the READOUT
ERROR from, the readout shown on the instrument.

The TEST PRESSURE was generated u-sing Type A-1 Barometer S/N 3327,
and was approached in an increasing-pressure direction.

The TEST PRESSURE for TEST POINT 5 was ambient atmospheric pressure.
The BAROMETER/ALTIMETER was horizontal during the calibration.

The - LCD screen of the BAROMETER/ALTIMETER has some trash in the
center of the display, but it does not interfer with the
readout.

Although the Digital Readout of the instrument can be adjusted to
incorporate the average CORRECTION REQUIRED, this has not besn done.

Calibration Date: 5 February 2014 By: W&, 4.LM

Bernard I. Hass

¢ SEAL)



3609 Mojave Court,>S.u'ite‘ E~
Columbia, Missouri 65202
573-474-8110

INQUEST

Environmental, Inc.

Lead Sampler Audit

Volumetric Flow Control

Date October 8, 2014 Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope (Qa) 1.03497
Station Rivermines Wood St. Intercept (Qa) -0.00227
Sampler #2 TSP Temperature 25.0 °C 298.2 °K
Flow Controller P2941 Station Pressure 30.11 "Hg  764.8 mmHg
. - Flow Rate Audit
Transfer Orifice Sampler
Calibration | Acceptable
Manometer | Flow Rate | Manometer | Pressure Press. Ratio | Flow Rate
" ., . " 3, . Error % Range
H,0 m’/min H,0 (Pf) (Po/Pa) m°/min
3.60 - 1.147 23.80 44 .47 0.942 1.227 6.97 7%
Sampler Operating Flow Rate - _
Manometer | Pressure Press. Ratio | Flow Rate Corrected | Acceptable
"H,0 {Pf) (Po/Pa) m>/min Flow Rate Range
23.80 44.47 0.942 1.227 1.141 1.10-1.70
Calculations:

Pressure mmHg (Pf) - "H,0 * 1.86832

Pressure Ratio (Po/Pa) - 1-Pf/Pa

Orifice Flow Rate (Qa} - 1/Slope*( Sqrt("H20*{ Ta/Pa))-Intercept)
Sampler Flow Rate (Qa) - Taken from the look-up tables
Calibration Error - (Sampler Flow-Orifice Flow)/Orifice Flow*100
Corrected Flow Rate - Operating Flow*((100-Calibration Error)/100)
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INQUEST

Environmental, Inc.

Lead Sampler Audit

Volumetric Flow Control

3609 Mojave Court, Suite E
Columbia, Missouri 65202

573-474-8110

Date October 8, 2014 Auditor John Kunkel
Operator The Doe Run Company Transfer QOrifice 1882
Location  Park Hills Network Slope (Qa) 1.03497
Station Rivermines Quarry Intercept (Qa) -0.00227
Sampler #1 TSP Temperature 26.1 °C 299.3 °K
Flow Controller P2940 Station Pressure 30.11 "Hg 764.8 mmHg
_ S _ Flow Rate Audit
Transfer Orifice Sampler
"y : Fow Rate | 01 - Flow Rat Calibration | Acceptable
a:ome er 0:v ate ar:ometer Pressure Press. Ratio 0\3N ate Error % Range
H,0 m’/min H,0 (Pf) (Po/Pa) m>/min
3.60 1.149 24.10 45.03 0.941 1.227 6.79 +7%
“-Sampler Operating Flow Rate _ .
Manometer | Pressure | Press. Ratio | FlowRate | Corrected | Acceptable
"H,0 (Pf) (Po/Pa) m?/min Flow Rate Range
24.30 45.40 0.941 1.227 1.144 1.10-1.70
Calculations:

Pressure mmHg (Pf} - "H,0 * 1.86832
Pressure Ratio {Po/Pa) - 1-Pf/Pa

Orifice Flow Rate (Qa) - 1/Slope*( Sqrt{"H20*( Ta/Pa))-Intercept)

Sampler Flow Rate {Qa) - Taken from the look-up tables

Calibration Error - (Sampler Flow-Orifice Flow)/Orifice Flow*100

Corrected Flow Rate - Operating Flow*((100-Calibration Error)/100}




3609 i\_llbjave.CbL-nrt, Suite E
Columbia, Missouri 65202
573-474-8110

INQUEST  tesdsampleraudic

Environmental, Inc. Volumetric Flow Control

Date October 8, 2014 Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hifls Network Slope (Qa) 1.03497
Station Rivermines Water Plant Intercept (Qa) -0.00227
Sampler #3 TSP Temperature 23.8 °C 297.0 °K
Flow Controller P4475 Station Pressure 30.13 “Hg  765.3 mmHg
o " Flow Raté Audit’
Transfer Orifice Sampler
Calibration | Acceptable
Manometer | Flow Rate | Manometer | Pressure Press. Ratio | Flow Rate
" 3, . . 3, . Error % Range
H,0 m*/min H,0 (Pf) (Po/Pa) m>/min
3.60 1.144 23.70 44.28 0.942 1.220 6.64 +7%
_ “Sampler Operating Flow Rate L
Manometer | Pressure Press. Ratio | Flow Rate Corrected | Acceptable
"H,0 (Pf) (Po/Pa) m*/min Flow Rate Range
23.60 44.09 0.942 1.220 1.139 1.10-1.70
Calculations:

Pressure mmHg (Pf) - "H,0 * 1.86832
Pressure Ratio (Po/Pa) - 1-Pf/Pa
Orifice Flow Rate (Qa) - 1/Slope*{ Sqrt("H20*({ Ta/Pa})-Intercept)

Sampler Flow Rate (Qa) - Taken from the look-up tables

Calibration Error - {Sampler Flow-Orifice Fliow)/Orifice Flow*100
Corrected Flow Rate - Operating Flow*{{100-Calibration Error)/100)




3609 Mojave Court, Suite E
Columbia, Missouri 65202
573-474-8110

!NQUEST . Lead SamplerAudit”

Environmental, Inc. Volumetric Flow Control

Date October 8, 2014 Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope (Qa) 1.03497
Station Hanley Park Intercept (Qa) -0.00227
Sampler #2TSP Temperature 23.8 °C 297.0 °K
Flow Controller P4474 Station Pressure 30.13 "Hg  765.3 mmHg
_ i . Flow Rate Audit ' -
Transfer Orifice Sampler
"y : Flow Rat y - Fow Rat Calibration | Acceptable
ar:ome er 0\3N ate ar:ometer Pressure Press. Ratio O:V ate Error % Range
H,0 m°/min H0 (Pf) (Po/Pa) m’/min
3.60 1.144 23.60 44.09 0.942 1.213 6.03 7%
" Sampler Operating Flow Rate L
Manometer | Pressure | Press.Ratio | FlowRate | Corrected | Acceptable
"H,0 (Pf) {Po/Pa) |- m/min - | Flow Rate Range
23.90 44.65 0.942 1.213 1.140 1.10-1.70
Calculations:

Pressure mmHg (Pf) - "H,0 * 1.86832

Pressure Ratio (Po/Pa) - 1-Pf/Pa _

Orifice Flow Rate (Qa) - 1/Slope*( Sqrt("H20*( Ta/Pa}}-Intercept)
Sampler Flow Rate {Qa) - Taken from the look-up tables
Calibration Error - {Sampler Flow-Orifice Flow)/Orifice Flow*100
Corrected Flow Rate - Operating Flow*({100-Calibration Error)/100)




INQUEST  1eadsampler Audit

Environmental, Inc.

Volumetric Flow Control

36b9 Mojave Court, Suite E
Columbia, Missouri 65202
573-474-8110

Date October 8, 2014 Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope (Qa) 1.03497
Station St Joe Park Intercept (Qa) -0.00227
Sampler #4 TSP Temperature 23.8 °C 297.0 °K
Flow Controller P6792 Station Pressure 30.14 "Hg  765.6 mmHg
_ . ) Flow Rate Audit
Transfer Orifice Sampler
Calibration | Acceptable
Manometer | Flow Rate | Manometer | Pressure | Press. Ratio | Flow Rate o
.y 3, . ) 3, . Error % Range
H,0 m>/min H,0 (Pf) (Po/Pa) m*/min
3.70 1.160 23.30 4353 0.943 1.224 5.52 +7%
~ Sampler Operating Flow Rate
Manometer | Pressure Press. Ratio | Flow Rate Corrected | Acceptable
"H,0 (Pf) (Po/Pa) m>/min Flow Rate Range
23.20 4335 0.943 1.224 1.156 1.10-1.70
Calculations:

Pressure mmHg (Pf) - "H,0 * 1.86832
Pressure Ratio (Po/Pa) - 1-Pf/Pa
Orifice Flow Rate (Qa) - 1/Slope*( Sqrt{"H20*( Ta/Pa))-Intercept)

Sampler Flow Rate (Qa) - Taken from the look-up tables

Calibration Error - {Sampler Flow-Orifice Flow)/Orifice Flow*100
Corrected Flow Rate - Operating Flow*((100-Calibration Error)/100)




3609 Mojave Court, Suite E
Columbia, Missouri 65202
573-474-8110

5N QUES T Lead Sampler Audit

Environmental, Inc. Volumetric Flow Control

Date October 8, 2014 Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope (Qa) 1.03497
Station National Ozark Insulation Intercept (Qa) -0.00227
Sampler #17SP Temperature 26.1 °C 299.3 °K
Flow Controller P2939 Station Pressure 30.10 "Hg  764.5 mmHg
- _ Flow Rate Audit
Transfer Orifice Sampler
Calibration | Acceptable
Manometer | Flow Rate | Manometer | Pressure | Press. Ratio | Flow Rate 9 -
) - ; - Error % Range
H,0 m’/min H,0 (Pf) (Po/Pa} m>/min
3.70 1.165 23.50 43.91 0.943 1.233 5.84 £7%
. Samipler Operating Flow Rate ~ . . -
Manometer | Pressure Press. Ratio | Flow Rate Corrected | Acceptable
"H,0 (Pf) (Po/Pa) m*/min Flow Rate Range
23.40 43.72 0.943 1.233 1.161 1.10-1.70
Calculations:

Pressure mmHg (Pf) - "H,O * 1.86832

Pressure Ratio (Po/Pa) - 1-Pf/Pa

Orifice Flow Rate (Qa) - 1/Slope*{ Sqrt("H20*( Ta/Pa))-intercept)
Sampler Flow Rate (Qa) - Taken from the look-up tables
Calibration Error - (Sampler Flow-Orifice Flow)/Orifice Flow*100
Corrected Flow Rate - Operating Flow*({100-Calibration Error)/100)




!N QUES T | “ Lead Sampler Audit

Environmental, Inc.

Volumetric Flow Control

3609 Mojave Court, Suite E
Columbia, Missouri 65202
573-474-8110

Date October 8, 2014 Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hiils Network Slope (Qa) 1.03497
Station Big River QA Intercept (Qa) -0.00227
Sampler #4 TSP Temperature 26.1 °C 299.3 °K
Flow Controller P1019 Station Pressure 30.09 "Hg  764.3 mmHg
R Flow Rate Audit
Transfer Orifice Sampler
- Calibration | Acceptable
Manometer | Flow Rate | Manometer | Pressure | Press. Ratio { Flow Rate o
N 3, . ) - Error % Range
H,0 m*/min H,0 (Pf) (Po/Pa) m*/min
3.50 1.133 24.20 45.21 0.941 1.153 1.77 +7%
. ~ Sampler Operating Flow Rate s
Manometer | Pressure | Press. Ratio | Flow Rate Corrected | Acceptable
"H,0 (Pf) (Po/Pa) m*/min Flow Rate Range
24.00 44 .84 0.941 1.153 1.133 1.10-1.70
Calculations:

Pressure mmHg (Pf) - "H,0 * 1.86832
Pressure Ratio (Po/Pa) - 1-Pf/Pa
Orifice Flow Rate (Qa) - 1/Slope*( Sqrt("H20*( Ta/Pa))-Intercept)

Sampler Flow Rate (Qa) - Taken from the look-up tables

Calibration Error - (Sampler Flow-Orifice Flow)/Orifice Flow*100
Corrected Flow Rate - Operating Flow*({(100-Calibration Error)/100)




3609 Mojave Court, Suite E
Columbia, Missouri 65202
- 573-474-8110

INQUEST

Environmental, Inc.

Lead Sampler Audit

Volumetric Flow Control

Date October 8, 2014 ) Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope (Qa) 1.03497
Station Big River Primary Intercept (Qa) -0.00227
Sampler #4 TSP Temperature 26.1 °C 299.3 °K
Flow Controller PA4557 Station Pressure 30.09 "Hg 764.3 mmHg
o Flow Rate Audit *
Transfer Orifice Sampler
Calibration | Acceptable
Manometer | Flow Rate | Manometer | Pressure | Press. Ratio | Flow Rate
W 3, . ; - Error % Range
H,0 m’/min H,0 (Pf) (Po/Pa) m°/min
3.70 1.165 24.60 45.96 0.940 1.233 5.84 +7%
. © Sampler Operating FlowRate = . . =
Manometer | Pressure Press. Ratio | Flow Rate Corrected | Acceptable
"H,0 {Pf) (Po/Pa) m*/min Flow Rate Range
24.70 46.15 0.940 1.233 1.161 1.10-1.70
Calculations:

Pressure mmHg (Pf) - "H,0 * 1.86832

Pressure Ratio (Po/Pa) - 1-Pf/Pa

Orifice Flow Rate (Qa) - 1/Slope*( Sqrt("H20*( Ta/Pa))-intercept)
Sampler Flow Rate (Qa) - Taken from the look-up tables
Calibration Etror - (Sampler Flow-Orifice Flow)/Orifice Flow*100

Corrected Flow Rate - Operating Flow*((100-Calibration Error)/100)




.Lead/TSP Sampler Verifications



INQUEST

Environmental, Inc.

PM10 Sampler Audit

Volumetric Flow Control

3609 Mojave Court, Suite E
Columbia, Missouri 65202

573-474-8110

Date October §, 2014 Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope (Qa) 1.03497
Station Leadwood {south) Intercept (Qa) -0.00227
Sampler #1 PM10 Temperature 23.8 °C 297.0 °K
Flow Controller P1500 Station Pressure  30.08 "Hg 764.0 mmHg
- : Flow Rate Audit
Transfer Qrifice Sampler Elow Rate
Acceptable
Manometer | Flow Rate | Manometer Pressure Press. Ratio | Flow Rate Percent Range
“H0 m>/min "H,0 (Pf) (Po/Pa) m*/min Difference
3.30 1.097 23.40 4370 0.943 1.152 5.01 +7%
. Sampler Operating Flow Rate _
Manometer | Pressure Press. Ratio | Flow Rate Corrected Design % Acceptable
"H,0 (Pf) (Po/Pa) m*/min Flow Rate | Difference Range
23.20 43.33 0.943 1.152 1.094 -3.19 1 10%
Calculations:

Pressure mmHg (Pf) - ("H,0/13.6) * 25.4
Pressure Ratio (Po/Pa) - 1-Pf/Pa
Orifice Flow Rate (Qa) - 1/Slope*{ Sqrt("H20*( Ta/Pa)}-Intercept)

Sampler Flow Rate {Qa) - Taken from the look-up tables

Flow Rate Percent Difference- (Sampler Flow-Orifice Flow)/Orifice Flow*100
Corrected Flow Rate - Operating Flow*((100-Percent Difference)/100)
Design Percent Difference- (Corrected Flow Rate-1.13)/1.13*100




PM10 Sampler Audit

Volumetric Flow Control

INQUEST

Environmental, Inc.

3609 Mojave Court, Suite E
Columbia, Missouri 65202
573-474-8110

Date October 8, 2014 Auditor John Kunke!
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope (Qa) 1.03497
Station Leadwood (school) Intercept (Qa) -0.00227
Sampler #2 PM10 Temperature 26.1 °C 299.3 °K
Flow Controller P6071 Station Pressure 30.08 "Hg 764.0 mmHg
. L " Flow Rate Audit
Transfer Orifice Sampler Flow Rate’
Acceptable
Manometer | Flow Rate | Manometer Pressure Press. Ratio | Flow Rate Percent Range
"H,0 m®/min "H,0 (Pf) (Po/Pa) m?*/min Difference
3.30 1.101 22.90 42.77 0.944 1.168 6.09 +7%
S ‘Samipler Operating Flow Rate
Manometer Pressure Press. Ratio | Flow Rate Corrected Design % Acceptable
"H,0 (Pf) (Po/Pa) m3/min Flow Rate | Difference Range
23.00 42.96 0.944 1.168 1.097 -2.92 1 10%
Calculations:

Pressure mmHg (Pf} - ("H,0/13.6) * 25.4

Pressure Ratio (Po/Pa) - 1-Pf/Pa

Orifice Flow Rate (Qa) - 1/Slope*( Sqrt("H20*( Ta/Pa))-Intercept)

Sampler Flow Rate (Qa) - Taken from the look-up tables

Flow Rate Percent Difference- (Sampler Flow-Orifice Flow)/Orifice Flow*100
Corrected Flow Rate - Operating Flow*{(100-Percent Difference}/100)
Design Percent Difference- {Corrected Flow Rate-1.13)/1.13*100




3609 Mojave Court, Suite E
Columbia, Missouri 65202
573-474-8110

IN QUES T’ " PM10 Sampler Audit

Environmental, Inc. Volumetric Flow Control

Date October 8, 2014 Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope (Qa) 1.03497
Station Leadwood Mill Street Intercept (Qa) . -0.00227
Sampler #2PM10 Temperature 26.1 °C 299.3 °K
Flow Controller P1018 Station Pressure 30.09 "Hg 764.3 mmHg
L Ce . FlowRate Audit_ _
Transfer Orifice Sampler Flow Rate
. | Acceptable
Manometer | Flow Rate | Manometer Pressure Press. Ratio | Flow Rate Percent Range
"H,0 m*/min "H,0 (Pf) (Po/Pa) m/min | Difference
3.20 1.084 2290 42.77 0.944 1.158 6.83 +7%
_ *_Sampler Operating Flow Rate _
Manometer | Pressure | Press.Ratio | Flow Rate Corrected Design % | Acceptable
“H,0 (Pf) (Po/Pa) ma/min Fiow Rate Difference Range
23.00 42.96 . 0.944 1.158 1.079 -4.,51 +10%
Calculations:

Pressure mmHg {Pf) - ("H,0/13.6) * 25.4

Pressure Ratio {Po/Pa) - 1-Pf/Pa

Orifice Flow Rate (Qa) - 1/Slope*( Sqrt("H20*( Ta/Pa))-Intercept)

Samplér Flow Rate (Qa) - Taken from the look-up tables

Flow Rate Percent Difference- (Sampler Flow-Orifice Flow)/Orifice Flow*100
Corrected Flow Rate - Operating Flow*({100-Percent Difference)/100)
Design Percent Difference- (Corrected Flow Rate-1.13)/1.13*100




PM10 Sampler Audit

Volumetric Flow Control

INQUEST

Environmental, Inc.

3609 Mojave Court, Suite E
Columbia, Missouri 65202
573-474-8110

Date October 8, 2014 Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope {(Qa) 1.03497
Station Rivermines {Wood Street) Intercept (Qa) -0.00227
Sampler #2PM10 Temperature 25.0 °C 298.2 °K
Flow Controller P4507 Station Pressure 30.11 "Hg 764.8 mmHg
. N o " Flow Rate Audit
Transfer Orifice Sampler Flow Rate
- Acceptable
Manometer | Flow Rate | Manometer Pressure Press. Ratio | Flow Rate Percent Range
"H,0 m>/min "H,0 (Pf) (Po/Pa) m*/min Difference
3.10. 1.064 23.40 43.70 0.943 1.132 6.39 £7%
- Sampler Operating Flow Rate . L
Manometer | Pressure Press. Ratio | Flow Rate Corrected Design % Acceptable
"H,0 {Pf) (Po/Pa) m3/min Flow Rate | Difference Range
23.60 44.08 0.942 1131 1.059 -6.28 +10%
Calculations:

Pressure mmHg (Pf) - ("H,0/13.6) * 25.4
Pressure Ratio {(Po/Pa) - 1-Pf/Pa

" Orifice Flow Rate (Qa) - 1/Slope*{ Sqrt("H20*{ Ta/Pa))-Intercept)
Sampler Flow Rate (Qa) - Taken from the look-up tables
Flow Rate Percent Difference- (Sampler Flow-Orifice Flow)/Orifice Flow*100
Corrected Flow Rate - Operating Flow*({100-Percent Difference)/100)
Design Percent Difference- (Corrected Flow Rate-1.13)/1.13*100




INQUEST

Environmental, Inc.

PM10 Sampler Audit

3609 Mojave Court, Suite E
Columbia, Missouri 65202

Volumetric Flow Control 573-474-8110
Date October 8, 2014 Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope (Qa) 1.03497
Station Rivermines (Quarry) Intercept (Qa) -0.00227
Sampler #1PM10 Temperature 26.1 °C 299.3 °K
Flow Controller P4601 Station Pressure 3011 "Hg 764.8 mmHg
T " Flow Rate Audit
Transfer Orifice Sampler Flow Rate
Acceptable
Manometer | Flow Rate | Manometer Pressure Press. Ratio | Flow Rate Percent Range
"H,0 m*/min "H,0 {Pf) (Po/Pa) m*/min Difference
3.10 1.066 23.40 43.70 0.943 1.115 4.60 +7%
- Sampler Operating Flow Rate . o
Manometer | Pressure Press. Ratio | Flow Rate Corrected Design % | Acceptable
"H,0 (Pf) (Po/Pa) m*/min Flow Rate | Difference Range
23.00 42.96 0.944 1.116 1.065 -5.75 1 10%
Calculations:

Pressure mmHg (Pf} - ("H,0/13.6) * 25.4
Pressure Ratio (Po/Pa) - 1-Pf/Pa

Orifice Flow Rate {Qa) - 1/Slope*{ Sqrt{"H20*( Ta/Pa))-Intercept)

Sampler Flow Rate (Qa) - Taken from the look-up tables

Flow Rate Percent Difference- (Sampler Flow-Orifice Flow)/Orifice Flow*100
Corrected Flow Rate - Operating Flow*{{100-Percent Difference)/100)
Design Percent Difference- (Corrected Flow Rate-1.13)/1.13*100




INQUEST

Environmental, Inc.

PM10 Sampler Audit

Volumetric Flow Control

3609 Mojave Court, Suite E
Columbia, Missouri 65202
573-474-8110

Date October 8, 2014 Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope (Qa) 1.03497
Station Rivermines (Water Pint) Intercept (Qa) -0.00227
Sampler #3 PM10 Temperature 23.8 °C 297.0 °K
Flow Controller P2951 Station Pressure 30.11 "Hg 764.8 mmHg
_ . " Flow Rate Audit
Transfer Orifice Sampler Flow Rate
Acceptable
Manometer | Flow Rate | Manometer | Pressure Press. Ratio | Flow Rate Percent Range
"H,0 m?/min "H,0 (Pf) (Po/Pa) m3/min Difference
3.20 1.079 23.10 43,14 0.944 1.141 5.75 7%
‘Sampler Operating Flow Rate -
Manometer | Pressure Press. Ratio | Flow Rate Corrected Design % | Acceptable
"H,0 (Pf) (Po/Pa) m?/min Flow Rate | Difference Range
2310 43.14 0.944 1141 1.075 -4.87 +10%
Calculations:

Pressure mmHg (Pf) - ("H,0/13.6) * 25.4
Pressure Ratio (Po/Pa) - 1-Pf/Pa
Orifice Flow Rate {Qa) - 1/Slope*( Sqrt{"H20*( Ta/Pa))-Intercept)

Sampler Flow Rate (Qa) - Taken from the look-up tables

Flow Rate Percent Difference- (Sampler Flow-Orifice Flow)/Orifice Flow*100
Corrected Flow Rate - Operating Flow*({100-Percent Difference}/100)
Design Percent Difference- (Corrected Flow Rate-1.13)/1.13*100




WEST

Environmental, Inc.

PM10 Sampler Audit

Volumetric Flow Control

3609 Mojave Court, Suite E
Columbia, Missouri 65202

573-474-8110

Pressure mmHg {Pf) - {"H,0/13.6) * 25.4
Pressure Ratio (Po/Pa} - 1-Pf/Pa
Orifice Flow Rate (Qa) - 1/Slope*{ Sqrt{"H20*( Ta/Pa))-Intercept)
Sampler Flow Rate {Qa) - Taken from the look-up tables

Flow Rate Percent Difference- {Sampler Flow-Orifice Flow)/Orifice Flow*100
Corrected Flow Rate - Operating Flow*((100-Percent Difference)/100)
Design Percent Difference- (Corrected Flow Rate-1.13)/1.13*100

Date October 8, 2014 Auditor John Kunkel
Operator The Doe Run Company Transfer Orifice 1882
Location Park Hills Network Slope (Qa) 1.03497
Station Hanley Park Intercept (Qa) -0.00227
Sampler #2 PM10 Temperature 23.8 °C 297.0 °K
Flow Controller P2949 Station Pressure  30.13  "Hg  765.3 mmHg
_ 'Flow Rate Audit
Transfer Orifice + Sampler Flow Rate
Acceptable
Manometer | Flow Rate | Manometer Pressure Press. Ratio | Flow Rate Percent Range
"H,0 m*/min "H,0 (Pf) (Po/Pa) m*/min Difference
3.10 1.062 23,10 43.14 0.944 1.135 6.87 +7%
_ _ _ Sampler Operating Flow Rate . o
Manometer | Pressure Press. Ratio | Flow Rate Corrected Design % | Acceptable
"H,0 (Pf) (Po/Pa) m>/min Flow Rate | Difference Range
23.20 43.33 0.943 1.158 1.078 -4.60 1+ 10%
Calculations:






